[Study on all-round evaluation of biocompatibility of biomaterial].
Biocompatibility has always been the focal point in the study of biomaterials applied to medical apparatus. But at present, the standard system hasn't formed completely to evaluate the biomaterials. In recent years scientists tend to use general standard of evaluation. In this article, based on the recalcification time, the adhesion of platelets as well as the total quantity of plasma protein and some other evidences, combining with the Analytic hierarchy process (AHP), the method of general evaluation on the biocompatibility of anticoagulant biomaterials was discussed.